Evaluation of Harleco CO2 Apparatus: comparison with the Van Slyke method.
The usefulness of the Harleco CO2 apparatus as a measure of the blood alkali reserve was evaluated by determining plasma CO2 (bicarbonate) content in the bovine and canine species. The method was found to be inexpensive, simple accurate, and comparable in all respects to the Van Slyke method for making this determination.